This paper gives constructional d ata rel ating to a tungsten-filament-in-quartz lamp and a discussion of its applications to precision filter radiome try. This 19,mp is adapted for use in the cali bration of the spectral and total radiation sensitivity of phototubes. In its appli cations, it supplements the spectroradiomet er for calibrat ing phototubes while employing the tubes wi t h the associated filters used in measuring the radiation under investigation.
The phototube has attained fl, place of great importance for making radiation measurements in the ultraviolet, visible, and near-infrared regions of the spectrum. The field of application is continually extending. Electronic devices for the amplification of the photoelectric current allow measurements of energies many thousand times smaller than are possible with the most sensitive thermopiles and galvanometers available. Reliable results are obtained by using stable amplifiers with micro ammeters or stable d'Arsonval galvanometers in cases where, because of mechanical vibrations, temperature changes, air currents, and the like, it is impossible to employ a sensitive thermopile-galvanometer radiometer.
Phototubes, however, have a selective response with respect to wavelength, which varies from tube to tube and also from point to point on the surface of the same electrode, both as to absolu te intensity and as to wavelength range of sensitivity, even in tubes of the same type and process of manufacture. It is, therefore, necessary not only to calibrate individual tubes for the specific purpose to which they are to be applied, but the identical portion of the surface of the phototube that is to be u,sed must be calibrated .
• A~sociate Physicist, Buresll of Plant lndustry, U. S. Department of Agriculture.
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None of the existing procedures for the calibration of phototubes appears to be adequate. Accurate calibration has become an important problem in the fi eld of photoelectric radiometry. Radiation from an ordinary Mazda ex lamp, used with filters, has been employed in the spectral calibration of some of the phototubes used for the measurement of short wavelength ultraviolet solar radiation and the determination of the amount of ozone in the stratosphere. [1] .1 More recent.ly a tungsten-rib bon-filament lamp, with a fused-quartz window, has been used in the measurement of the spectral transmission of spectroradiometers [2] . The limitations of transmission of glass are removed, but since auxiliary diaphragms must be employed, in many cases it is possible to irradiate only a small part of the active surface of the phototube. The sep.sitivity of different parts of the active surface is known to vary considerably, and calibrations made for a portion of the active surface are not valid when the entire, or even another, portion of the active surface is used.
To eliminate the difficulties just mentioned, a tungsten-filament lamp, enclosed by a fused-quartz envelope, was constructed. Since this type of lamp appears to be a satisfactory standard source of continuous radiation, it will be fully described, and its properties and use discussed. Other types of tungsten-filament lamps with fused-quartz envelopes have been designed and used for other purposes [5, 17] with practical results.
II. DESCRIPTION OF LAMP
The lamp constructed is shown in figures 1 and 2. 2 It consists of an 8-mil straight filament of pure tungsten wire enclosed in a spherical fused-quartz envelope 4 inches in diameter. A straight round wire rather than a coiled filament was chosen to insure relatively even temperatures at all points on the wire. Black tungsten shields cover the filament ends and loops, as well as the molybdenum supporting hooks, and prevent radiation from these cooler areas of the filament reaching the receiver being calibrated. The filament consists of four evenly spaced "hairpin" loops arranged, in a plane, over an area approximately % by 1 % inches. The blackened tungsten shields were placed inside the lamp for simplicity in the use of the lamp. It was realized that these shields would become heated and reradiate energy at long wavelengths. Since not more than 10 percent of the total energy radiated from the lamp filament can be absorbed by each shield, and since the surface of each shield is more than 10 times the total surface area of the filament, it follows that the total energy radiated per unit area of the shields is less than 1 percent of that for the filament. Hence the temperature rer.ched by the shields cannot be very high, and therefore the spectral distribution of the radiation is limited to long wavelengths in the infrared, which do not excite available phototubes.
The lamp is fill ed with nitrogen at a pressure of 0.6 atmosphere. The filament was "flashed" in nitrogen, prior to sealing it in the fused-quartz envelope, at a temperature of about 3,000° K for 1 hour 1 Figures in brackets indicate the literature r eferences at tbe end of this paper. , The advice and assistance of R. A. Nelson, oC the Bureau oC Plant Industry, in the construction of this lamp is gratefnlly acknowledged.
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to free it of any impurities. It has been shown [2, 5] that different lots of tungsten agree in spectral emissivity, probably because at high temperatures most impurities are evaporated, leaving practically pure tungsten [5, 7] . To extend the useful life of such a lamp, it should not be operated at a t emperature exceeding 2,800° K after flashing.
A lamp of this type, as shown by experience, should have a power input of about 500 watts to insure sufficient radiation output for the calibration of the relative spectral response of phototubes by the filter method, especially the types of tubes sensitive only to ultraviolet radiation. The problem of a source of power and its control must be considered when designing a lamp. It is convenient to have a lamp opera ting somewhat below 100 volts and at the same time requiring less than 10 amperes, so that it may be controlled with the common type of laboratory equipment. This is realized by using about 16 to 18 inches of 8-mil tungsten wire as a filament. A short ribbon filament operated at a low voltage and high current requires special control equipment.
The entire lamp envelope, except for the Pyrex press, is constructed of high quality fused quartz, since it has a high transmission throughout the region from below 2500 to above 20000 A. This construction, together with shields which prevent radiation from the cooler ends and loops of the lamp filament reaching the phototube, eliminates the need of an additional diaphragm, or lens, between the lamp and tube under examination and thus the photo tube is completely and uniformly irradiated with radiation of known spectral quality. Inhomogeneity and variations in the thickness of the quartz envelope render an image of the lamp filament distorted (see Fig. 1 ). This ma,kes no difference, however, in the use of the lamp in the calibration of phototubes. If it is desired to use an image of the filament for some purpose, the lamp could be provided with a sealed-in window of polished fused quartz.
Finally, this lamp may be operated at any temperature from 2,000 0 K to about 2,800° K without excessive depreciation of the tungsten filament or blackening of the lamp envelope.
III. SPECTRAL-ENERGY DISTRIBUTION OF THE LAMP
In applications such as the calibration of phototubes, an accurate knowledge of the distribution of the energy radiated from the lamp is required:' " For the particular type of lamp considered in this paper, it is a function of the filament temperature, the emissivity of the material composing the filament, and the transmission of the envelope. For this purpose, therefore, blackbody radiation, the emissivity of tungsten, and the transmission of the fused-quartz envelope must be considered.
The spectral quality of the radiation from a blackbody depends only upon the temperature. The intensity J).. of the energy at wavelength A, according to Planck's radiation law, is given by (1) where 0 1 is the first radiation constant, O2 is the second radiation constant, Tis the absolute temperature, and e is the base of the natural logarithms. If A is in microns, and T in degrees Kelvin, then 0 1 has the value 3.732 X 10 4 watt cm 2 and O2 the value 14,360,u deg [3] ; J)..
is then the radiant power, in watts, over a solid angle 21T, for unit area (cm 2 ) of the blackbody per micron of wavelength. Values of J>.. can be calculated directly from eq 1. The value of the radiation constant O2 was taken as 1.436 cm deg (14,360 J1 . deg), which has been shown in a recent summary by Wensel [3] to be the most probable value.
Values of the relative intensities, from eq 1, for wavelengths 2300 to 3500 A and for temperatures of 2,500° to 2,900° K arc given in table 1. This table was calculated for use in studies of the short wavelengths of ultraviolet solar radiation and should be very helpful when ultraviolet radiation from the lamp is used. 3 Values of J>.. relative to that for A=0.3500 micron are given for the temperature range 2,500 0 to 2,900 0 K in 50 0 increments. 'Wavelengths are given from 2300 to 3500 A in increments of 50 A.
The values given in table 1 are (J)../JO.3500) X (10 4 ); or what is equivalent, JO.3500 has been set equal to 10,000 . The constant 01, it is to be observed, is not used in the calculations, since these are relative values. Values of eX used to compute the data of these tables were taken from tables [11] recently published by the Work Projects Administration.
The values tabulated in table 1 are, in most cases, considered to be accurate to better than one in the final significant figure. , Complete tables to 4 signifir.ant figures o.er tbe range 2,000° to 3,100° K, in 25° steps, in the wavelength interval 2300 to 3500 angstroms, may be obtaiued upon application to the Nation \l Bureau of Standards. 2300  16  18  22  25  29  34  39  45  51  2350  24  28  32  38  43  49  56  64   72   2400  36  41  48  55  62  71  80  90  101  2450  52  60  69  78  88  99  112  125  138  2500  76  86  98  110  123  138  153  170 5343  5434  5522  5609  5694  3350  5970  6057  6141  6224  6304  6382  6459  6534  6607  3400  7134  7201  7267  7332  7393  7454  7512  7569  7625  3450  8472  8511  8549  8586  8622  8657  8690  8723  8754  3500  10000  10000  10000  10000  10000  10000  10000  10000  10000 Data [12, 13, 14, 15] are to be found elsewhere that contain similar blackbody calculations for longer wavelengths. The tables of Skog~ land [13] , for example, list values of (JX/JO .5900 from 3200 to 7600 A for a temperature range of 2,000° K to 3,120° K. A slightly different value of the second radiation constant O2 is used in most published work, but a correction factor has been determined [14] . Where it is desired to calculate a specific value, a short method of calculation given by Coblentz [12] is useful.
The emissivity of tungsten has been determined by several workers [4, 5, 6, 7] for different temperatures. The data which appear to best represent the published values for the temperature range 2,700° to 2,900° K are tabulated in table 2. These values may be used in work of this kind throughout the range 2,500° to 2,900° K, since only relative values enter into the calculations.
As the transmission in the spectral region 2500 to 20000 A of fused quartz of the thickness (about 1 mm) employed in this lamp is nearly uniform, no correction is necessary for most practical purposes. The transmission of the fused-quartz envelope of the lamp must be taken into consideration, however, when a phototube has its major response in the short wavelengths, for example, a tungsten or tantalum phototube in a quartz or special ultraviolet transmitting glass envelope. 
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.408 32.4 66 The relative spectral emission from the lamp, for a given temperature, is the product of the relatIve blackbody radiation intensities, the emissivity of the tungsten filament (each for the given temperature), and the transmission of the fused-quartz lamp envelope. In table 2, the blackbody radiation and the emissivity values for a temperature of 2,737° Ie (which was the mean true temperature of the lamp filament in this case) are given, together with their product. The transmission of the quartz envelope has been neglected in this case, and for all practical purposes this product represents the relative spectral emission of the lamp for that temperature, since the transmission of the fused-quartz envelope varies but slightly throughout the spectral range in which this phototube is sensitive.
IV. APPLICATION OF THE LAMP TO TH E SPE CTRAL CALIBRATION OF PHOTOTUBES
The use of a continuous spectrum source in conjunction with filters to supplement the spectroradiometer in the determination of the spectral response of phototubes was discussed in detail in a previous publication [1] . Since the tungsten-in-quartz lamp is calibrated by a single m easurement of the mean filament temperature, its spectral emission is readily determined and kept constant by controlling the voltage. As the result of heat conduction along the filament to the supporting elements within the lamp, and because of variations in filament thickness and absorption of radiation from other elements of the filament 'assembly, there is always a certain amount of variation in the t emperature of different sections of the filament. Hence it becomes necessary to obtain a mean, or average, value for the filament temperature. This may be obtained by different methods. but for the purposes for which this lamp is to be employed it is probabl y most practically obtained by observing the color temperature 4 of the total visible radiation from the lamp and reducing this value to true temperature [6, 16] .
Some calculations, in which the published values of emissivity were used [5], on filament sections having assumed differences in temperature of the magnitude for the type of lamp describ ed in this paper, indicate that mean true temperature values obtained from colortemperature measurements also accurately apply in the ultraviolet spectral range 2500 to 3500 A.
The authors have considered the use of a ribbon instead of a roundwire filament in order to reduce the end and loop-cooling effects, but because of difficulties in keeping different sections of the filament in the same plane, it appears that the round wire is more desirable from the standpoint of the stability of the radiation received by the radiometer. The end cooling effects are reduced to a low value if the shields cover % to }f inch of the filament ends and loops. The temperature variation between different sections of the filament could be reduced by a wider spacing of the filnment loops. . Since it is usuallJ'impossible to irradiate evenly the entire surface of the cathode of the phototube in the spectroradiometric method of calibration of the relative spectral response, the response curve obtained applies only to the portion of the phototube irradiated, and for
• These color temperature measurements were made by Deane B. Judd, of the National Bureau of Standards, accurate work it becomes necessary to correct this curve so that it will apply to the entire phototube surface as used in practice.
Phototubes, as pointed out in the previous paper [1] , often possess a long wavelength "tail" in their relative spectral-response curves which is not detected in the spectroradiometric calibration of the relative spectral response, but which in the use of the tubes may produce very large errors, especially if the source of radiation has a relatively high emission in this spectral region. Not only is the presence of a long wavelength" tail" to the spectral-response curve of a phototube simply detected by means of this lamp in conjunction with a set of calibrated filters, but the magnitude of its effect may be closely evaluated, so that the phototube may be used in precision work.
Since, as illustrated by the data of tables 3 and 4, the true photoelectric-response curve may, for all practical purposes, be much different from the spectroradiometrically observed curve, especially near the long wavelength limit of the tube, extra precautions in the use of double monochromators, etc., in the determination of phototube response curves would be useless effort unless the data were supplemented by other means, for example, by observations using a tungsten lamp and calibrated filters. The use of a tungsten lamp and calibrated filters to supplement the results obtained appears to be required with even the best of spectroradiometers if high precision is to result. It would be very much better to use monochromator data, although it may not be of high accuracy, supplemented by lamp and filter measurements, than to rely solely on the best double monochromator. 
By measuring the integrated transmissions of a set of calibrated filters with this lamp as a source, and by calculating the integrated transmissions of the same filters from a knowledge of their spectral transmission, the spectral-energy emission of the lamp, and the spectral response of the phototube (based upon an arbitrary curve drawn through the values for the wavelengths at which the response was determined spectroradiometrically), the shape of the phototube response may be altered until the observed and calculated transmissions are in agreement.
For all practical purposes, the number of filters can be increased by (n-l) by using combinations of each filter with the one having the nearest long (or short) wavelength cutoff. In certain cases more remote combinations can also be employed to advantage. This is especially true where filters having bands of selective absorption are employed in evaluating radiation over a long wavelength range of the spectrum. The particular problem in hand, together with the characteristics of the available filters, will determine the most useful combinations. A great amount of labor may be saved by using a combination filter rather than calibrating a new one where the combination gives the desired spectral transmission.
In this method of determining the relative spectral response of a phototube the entire electrode of the cell is fully and evenly irradiated, so that any local variations in the relative spectral response are averaged into the final response curve for the cell as used in practice. This is important, since in the manufacture of cells a uniform cathode surface is rarely obtained. Differences in the thickness of the sensitive layer or the presence of impurities modify the relative spectral response of one area of the receiving surface relative to another adjoining area in the same phototube.
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Having obtained a careful evaluation of the spectral photoelectric response and the transmissions of the available filters, the problem of the measurement of ultraviolet radiation from a given source requires a certain amount of information concerning the spectral quality of the source under investigation. If the source is a temperature radiator, as, for example, an incandescent-filament lamp of unknown filament temperature, a smooth curve may be assumed and adjusted to its true relative spectral value through a set of observations and calculations on the filter transmissions. For a discontinuous source, as, for example, a metallic arc, the wavelength and a knowledge of the relative intensity of the emission lines are necessary. In the case of a source of intermediate type, as a carbon arc or the sun, where there are emission bands with intervening regions of low intensity, a knowledge of the shape of the emission curve is essential.
In the calculations on the sun [1, 8, 9 ) a smooth curve was assumed (because the true shape of the curve was unknown), and tbe results are given in terms of the equivalent radiation for a definite wavelength interval on tbe basis of that assumption. This has a shortcoming. in that it is impossible to evaluate accurately the intensity of the radiation in any definite wavelengtb interval, since ultraviolet solar radiation is not distributed according to a smootb curve but is concentrated in definite bands with relatively low intensities at intermediate wavelengths. The accuracy of any evaluation of this type will therefore depend upon the wavelength interval chosen and upon the range of spectral sensitivity of the phototube employed.
Therefore, it at once becomes obvious that to evaluate ultraviolet solar radiation accurately in a definite wavelengtb interval an approximate shape of the true spectral solar radiation emission curve should be obtained. Since it is impossible to obtain this curve by means of an ordinary spectroradiometer (because of scattering within the instrument), it would be a valu9-ble contribution in this field for someone having available a quartz lens and prism double monochromator to make this determination for (different air masses) several altitudes of the sun. Photoelectric filter radiometry in solar radiation studies will, with this accomplishment, be put on a practical scientific basis.
V. APPLICATION OF THE LAMP FOR THE TOTAL RADIATION CALIBRATION OF PHOTOTUBES
A practical method of using a standard quartz mercury-arc lamp for calibrating the total response of phototubes, together with the associated amplifier or other indicating or recording instrument, has been described in detail elsewhere [8, 9 , 10J. The herein-described tungsten-filament-in-quartz lamp may be used in a similar manner and may have advantages in some cases over the mercury lamp. The radiation intensity is more constant, both in relative spectral quality and in total intensity, and its operation requires less care in the control of room temperature and circulating air currents. Furthermore, since the tungsten lamp emits radiation throughout the range of sensitivitv of the phototube, the calibration applies to the total integrated curve rather than to a few isolated wavelengths. If the cell is employed in work involving a more or less continuous spectrum, or one which is at least different from the mercury arc, the advantage of using this type of spectrum in the calibration is obvious.
Since th e lamp envelope absorbs the long infrared radiation emitted by the filamen t and emits some infrared radiation, of very long wavelength, characteristic of th e t emperature of the quartz envelope, the lamp is more easily calibrated, for absolute radiation intensity per unit wavelength at a fixed position relative to the lamp, by employing a I-centimeter water cell over the th ermopile. Phototubes are insensitive to this infrared radiation, and a water cell is not required in the use of the lamp with them.
If the sensitivity of the phototube is confined to a narrow range of the spectrum, as in the case of the two titanium tubes referred to above (see t ables 2 and 3), additional filters may be employed to evaluate the limited range of the spectrum of the lamp radiation covering that to which a particular phototube is sensitive. Since the relative emissivity of tungsten is known none too well over the total spectral range from 2300 to 15000 A, it is obviously an advantage to limit the range of calibration of the lamp to the spectral range over which the phototube responds.
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